
Correct electrode placement - a prerequisite for correct ECG interpretation Different lead misplacements may present with typical ECG changes, which may influence the management of the patient, if not identified and corrected. It is important, both for the ECG technician and for the interpreting physician, to recognize typical patterns of lead misplacement to avoid misinterpretation of the ECG.